MEDICAL POLICY – 7.01.84

Semi-Implantable and Fully Implantable Middle Ear Hearing Aids

BCBSA Ref. Policy: 7.01.84

Effective Date: April 1, 2020
Last Revised: March 10, 2020
Replaces: N/A

RELATED MEDICAL POLICIES:
1.01.528 Hearing Aids (Excludes Implantable Devices)
7.01.03 Implantable Bone Conduction and Bone-Anchored Hearing Aids
7.01.05 Cochlear Implant

Select a hyperlink below to be directed to that section.

POLICY CRITERIA | CODING | RELATED INFORMATION
EVIDENCE REVIEW | REFERENCES | HISTORY

∞ Clicking this icon returns you to the hyperlinks menu above.

Introduction

To hear, sounds waves travel through the outer ear to the eardrum, to the tiny bones of the middle ear, and into inner ear. The structures in the inner ear convert the vibrations into nerve signals that then travel along the auditory nerve to the brain. Typical hearing aids amplify or increase sounds as they are passed through the outer ear and middle ear. Other types of hearing aids can be implanted in the middle ear. These require a sound processor and an internal implant, which is located on one of the bones of the middle ear or the membrane of the inner ear. The processor picks up the sound and transmits the vibrations to the implant. The implant vibrates, which then sends signals to the inner ear. Middle ear implantable and semi implantable hearing aids are investigational (unproven). Studies to date have been small, and there’s not enough information to determine the safety and effectiveness of these types of middle ear hearing aids. More and larger studies are needed.

Note: The Introduction section is for your general knowledge and is not to be taken as policy coverage criteria. The rest of the policy uses specific words and concepts familiar to medical professionals. It is intended for providers. A provider can be a person, such as a doctor, nurse, psychologist, or dentist. A provider also can be a place where medical care is given, like a hospital, clinic, or lab. This policy informs them about when a service may be covered.
Policy Coverage Criteria

<table>
<thead>
<tr>
<th>Device</th>
<th>Investigational</th>
</tr>
</thead>
<tbody>
<tr>
<td>Middle ear hearing aids</td>
<td>Semi-implantable and fully implantable middle ear hearing aids are considered investigational (eg, Vibrant Sound Bridge, Maxum System, and Esteem device)</td>
</tr>
<tr>
<td>- Semi-implantable</td>
<td></td>
</tr>
<tr>
<td>- Fully implantable</td>
<td></td>
</tr>
</tbody>
</table>

Coding

<table>
<thead>
<tr>
<th>Code</th>
<th>Description</th>
</tr>
</thead>
<tbody>
<tr>
<td>S2230</td>
<td>Implantation of magnetic component of semi-implantable hearing device on ossicles in middle ear.</td>
</tr>
<tr>
<td>V5095</td>
<td>Semi-implantable middle ear hearing prosthesis</td>
</tr>
</tbody>
</table>

Note: CPT codes, descriptions and materials are copyrighted by the American Medical Association (AMA). HCPCS codes, descriptions and materials are copyrighted by Centers for Medicare Services (CMS).

Related Information

Consideration of Age

The application of this policy to those 18 years of age or older is based on the FDA labeling. The FDA approval for the devices states that the devices are intended for use in adults, 18 years of age or older who have a moderate to severe sensorineural hearing loss and desire an alternative to an acoustic hearing aid.
Benefit Application

Benefit/contractual restrictions or exclusions for acoustic hearing aids for moderate-to-severe sensorineural hearing loss may apply.

Evidence Review

Description

Moderate-to-severe sensorineural hearing loss is often treated with external acoustic hearing aids, while conductive hearing loss can be treated with acoustic or bone conduction hearing aids when surgical or medical interventions do not correct hearing loss. Semi-implantable and fully implantable middle ear hearing aids detect sound and transduce signals directly to the ossicles in the middle ear and have been used as an alternative to external acoustic hearing aids.

Background

Hearing Loss

Hearing loss is described as conductive, sensorineural, or mixed, and can be unilateral or bilateral. Normal hearing is the detection of sound at or below 20 decibels (dB). The American Speech Language-Hearing Association has defined the degree of hearing loss based on pure-tone average detection thresholds as mild (20-40 dB), moderate (40-60 dB), severe (60-80 dB), and profound (≥80 dB).

Treatment

Sound amplification through the use of an air-conduction hearing aid can provide benefit to patients with sensorineural, conductive, or mixed hearing loss. Contralateral routing of signal is a system in which a microphone on the affected side transmits a signal to an air-conduction hearing aid on the normal or less affected side.

Patients with moderate-to-severe sensorineural hearing loss are typically fitted with external acoustic hearing aids. Conductive hearing loss may be treated with acoustic or bone conduction
hearing aids when surgical or medical interventions are unable to correct hearing loss. However, these hearing aids may not be acceptable to patients, either due to issues related to anatomic fit, sound quality, or personal preference. In some cases, external acoustic hearing aids cannot be used due to external ear pathologies (eg, otitis externa).

**Semi- and Fully Implantable Middle Ear Hearing Aids**

Semi-implantable and fully implantable middle ear hearing aids are alternatives to external acoustic hearing aids. Two semi-implantable devices have Food and Drug Administration (FDA) approval: the Vibrant Soundbridge and the Maxum System. The devices consist of three components: a magnetic component that is implanted onto the ossicles of the middle ear, a receiver, and a sound processor. The Soundbridge device is implanted subcutaneously behind the ear while the processor is worn externally on the scalp over the receiver unit and held in place by a magnet. The Maxum System device is placed in the user’s ear canal while the processor rests over the external ear. In general, the sound processor receives and amplifies the sound vibrations and transforms the sound pressure into electrical signals that are received by the receiver unit. The receiver unit then transduces these electrical signals into electromagnetic energy and creates an alternating electromagnetic field with the magnetic component (floating mass transducer) implanted on the ossicles of the middle ear. This electromagnetic field results in attractive and repulsive forces on the magnetic implant, causing vibration of the bones of the middle ear similar to normal hearing.

One fully implantable middle ear hearing aid has FDA approval: the Esteem Implantable Hearing System. Similar to the semi-implantable devices, the fully implantable device consists of a sensor, a sound processor, and a driver connected to the ossicles. The sensor detects vibrations of the tympanic membrane and transforms the vibrations into electrical signals that are processed by the sound processor. The processor transduces these signals via piezoelectric transduction, as opposed to the electromagnetic transduction used in the semi-implantable devices. A piezoelectric transducer (the sensor) is placed at the head of the incus and converts mechanical vibrations detected from the tympanic membrane into electrical signals that are delivered to the stapes by another piezoelectric transducer (the driver).

**Summary of Evidence**

For individuals with hearing loss who receive semi-implantable or fully implantable middle ear hearing aids, the evidence includes the single-arm interventional studies submitted to the FDA, systematic reviews, and a number of observational series. The relevant outcomes include
symptoms, functional outcomes, quality of life, and treatment-related morbidity. The data have suggested implantable middle ear hearing aids may provide some improvement in hearing compared with conventional external acoustic hearing aids in patients with sensorineural hearing loss. However, given the safety and effectiveness of external acoustic hearing aids and the increased risks inherent in a surgical procedure, the semi- and fully implantable device must be associated with clinically significant improvement in various hearing parameters compared with external hearing aids. While safety concerns appear to be minimal, only a limited number of patients have been included in the clinical trials, and with a median duration of follow-up less than 5 years. Studies of patients with conductive or mixed hearing loss and aural atresia, when external acoustic hearing aids are not an option, have also demonstrated hearing benefit with semi-implantable middle ear hearing aids. However, these studies are few and limited to small numbers of patients. Therefore, conclusions on the safety and effectiveness of semi-implantable hearing aids are limited. Comparisons of semi-implantable devices with alternative hearing devices such as implantable bone-conduction and bone-anchored hearing aids would also be useful to determine device appropriateness for patients who are unable to use external air-conduction hearing aids. The evidence is insufficient to determine the effects of the technology on health outcomes.

Ongoing and Unpublished Clinical Trials

A search of ClinicalTrials.gov in January 2019 did not identify any ongoing or unpublished trials that would likely influence this review.

Practice Guidelines and Position Statements

The American Academy of Otolaryngology – Head and Neck Surgery

The American Academy of Otolaryngology – Head and Neck Surgery (2016) issued a position statement on implantable hearing devices, recently updated, which stated:\n
The American Academy of Otolaryngology – Head and Neck Surgery considers active middle ear implants as appropriate treatment for adults with moderate to severe hearing loss when performed by a qualified otolaryngologist-head and neck surgeon. Based on available literature demonstrating that clinically selected adults receive substantial benefit, implanting active middle ear implants is accepted medical practice in those who benefit from amplification but are unable to benefit from the amplification provided by conventional
hearing aids. Use of active middle ear implants, which have been Food and Drug Administration (FDA)-approved for these indications, should adhere to the restrictions and guidelines specified by the appropriate governing agency...

Medicare National Coverage

No national coverage determination has been published. The Medicare Benefit Policy Manual references hearing aids and auditory implants, stating that hearing aids are excluded from coverage. However, devices producing the “perception of sound by replacing the function of the middle ear, cochlea, or auditory nerve are payable by Medicare as prosthetic devices. These devices are indicated only when hearing aids are medically inappropriate or cannot be utilized due to congenital malformations, chronic disease, severe sensorineural hearing loss or surgery.” The benefit manual does not specifically refer to semi- or fully implantable hearing aids as prosthetic devices.

Regulatory Status

Two semi-implantable devices were approved by the FDA through the premarket approval process: the Vibrant® Soundbridge™ (MED-EL Corp.) in 2000 and the Direct System™ (Soundtec) in 2001. The Soundtec System was discontinued by the manufacturer Ototronix in 2004 due to performance issues; it was re-released in 2009 under the name Maxum™ System. Approved FDA labeling for both states that the devices are “…intended for use in adults, 18 years of age or older, who have a moderate to severe sensorineural hearing loss and desire an alternative to an acoustic hearing aid.” FDA product code: MPV.

In 2010, the Esteem® Implantable Hearing System (Envoy Medical, St. Paul, MN), a fully implantable middle ear hearing aid, was approved by FDA through the premarket approval process. FDA-approved labeling for the Esteem® hearing implant indicates it is “intended to alleviate hearing loss … in adults 18 years of age or older with stable bilateral sensorineural hearing loss.” FDA product code: OAF.

Another fully implantable middle ear hearing aid, the Carina® Fully Implantable Hearing Device, is in development (Otologics, now Cochlear), but does not have FDA approval. Phase 1 and 2 trials have been conducted in the United States under investigational device exemptions.
References


---

**Table: History**

<table>
<thead>
<tr>
<th>Date</th>
<th>Comments</th>
</tr>
</thead>
<tbody>
<tr>
<td>04/15/03</td>
<td>Add to Surgery Section - New Policy</td>
</tr>
<tr>
<td>06/08/04</td>
<td>Replace Policy - Policy reviewed; no change in policy statement.</td>
</tr>
<tr>
<td>06/14/05</td>
<td>Replace Policy - Policy reviewed with literature search; no change in policy statement.</td>
</tr>
<tr>
<td>07/11/06</td>
<td>Replace Policy - Policy updated with literature search; reference added; no change in policy statement.</td>
</tr>
<tr>
<td>05/13/08</td>
<td>Replace Policy - Policy updated with literature search; no change to the policy statement. Reference added.</td>
</tr>
<tr>
<td>01/12/10</td>
<td>Replace Policy - Policy updated with literature search; no change to the policy statement. Reference added.</td>
</tr>
<tr>
<td>06/13/11</td>
<td>Replace Policy - Policy updated with literature review, reference numbers 10-14 added, “fully implantable” hearing aid added to policy, title changed to reflect addition, fully implantable device, previously not addressed, is now considered investigational. ICD-10 codes added to policy.</td>
</tr>
<tr>
<td>06/26/12</td>
<td>Replace policy. Policy updated with literature review, rationale section reorganized, reference numbers 10-12, 14, 16 and 20 added, policy title changed with the removal of “for moderate to severe sensorineural hearing loss.” Policy statement unchanged. HCPCS code L8613 removed, as it does not apply to this policy.</td>
</tr>
<tr>
<td>09/28/12</td>
<td>Update Coding Section – ICD-10 codes are now effective 10/01/2014</td>
</tr>
<tr>
<td>10/18/12</td>
<td>Update Related Policy – 7.01.03 renumbered to 7.01.547.</td>
</tr>
<tr>
<td>Date</td>
<td>Comments</td>
</tr>
<tr>
<td>------------</td>
<td>---------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------------</td>
</tr>
<tr>
<td>05/28/13</td>
<td>Replace policy. Rationale section updated based on a literature review through February 2013; references 10, 12, 15, 23-27 added; others renumbered or removed. Policy statement unchanged.</td>
</tr>
<tr>
<td>03/21/14</td>
<td>Update Related Policies. Add 1.01.528.</td>
</tr>
<tr>
<td>06/13/14</td>
<td>Annual Review. Policy updated with literature review through February 11, 2014; references 1, 18-20, and 23 added; policy statement unchanged.</td>
</tr>
<tr>
<td>05/01/16</td>
<td>Annual Review, changes approved April 12, 2016. Policy updated with literature review through December 17, 2015; references 6 and 10-11 added; outdated references removed. Policy statement unchanged.</td>
</tr>
<tr>
<td>11/08/16</td>
<td>Minor update. Language was added to support that this policy applies to those ages 18 or older to align with FDA-labelling of the devices addressed. No change in policy statements.</td>
</tr>
<tr>
<td>05/01/17</td>
<td>Annual Review, changes approved April 11, 2017. Policy updated with literature review through December 20, 2016; references 1, 6-7, 41, and 43 added. Policy statement unchanged.</td>
</tr>
<tr>
<td>10/24/17</td>
<td>Policy moved to new format; no change to policy statements.</td>
</tr>
<tr>
<td>05/01/18</td>
<td>Annual Review, approved April 3, 2018. Policy updated with literature review through December 2017; no references added; reference 43 updated. Policy statement unchanged.</td>
</tr>
<tr>
<td>04/01/20</td>
<td>Delete policy, approved March 10, 2020. This policy will be deleted effective July 2, 2020, and replaced with InterQual criteria for dates of service on or after July 2, 2020.</td>
</tr>
</tbody>
</table>

**Disclaimer**: This medical policy is a guide in evaluating the medical necessity of a particular service or treatment. The Company adopts policies after careful review of published peer-reviewed scientific literature, national guidelines and local standards of practice. Since medical technology is constantly changing, the Company reserves the right to review and update policies as appropriate. Member contracts differ in their benefits. Always consult the member benefit booklet or contact a member service representative to determine coverage for a specific medical service or supply. CPT codes, descriptions and materials are copyrighted by the American Medical Association (AMA). ©2020 Premera All Rights Reserved.

**Scope**: Medical policies are systematically developed guidelines that serve as a resource for Company staff when determining coverage for specific medical procedures, drugs or devices. Coverage for medical services is subject to the limits and conditions of the member benefit plan. Members and their providers should consult the member
benefit booklet or contact a customer service representative to determine whether there are any benefit limitations applicable to this service or supply. This medical policy does not apply to Medicare Advantage.
Discrimination Is Against the Law

Premera Blue Cross complies with applicable Federal civil rights laws and does not discriminate on the basis of race, color, national origin, age, disability, or sex. Premera does not exclude people or treat them differently because of race, color, national origin, age, disability or sex.

Premera:
- Provides free aids and services to people with disabilities to communicate effectively with us, such as:
  - Qualified sign language interpreters
  - Written information in other formats (large print, audio, accessible electronic formats, other formats)
- Provides free language services to people whose primary language is not English, such as:
  - Qualified interpreters
  - Information written in other languages

If you need these services, contact the Civil Rights Coordinator.

If you believe that Premera has failed to provide these services or discriminated in another way on the basis of race, color, national origin, age, disability, or sex, you can file a grievance with:
Civil Rights Coordinator - Complaints and Appeals
PO Box 91102, Seattle, WA 98111
Toll free 855-332-4535, Fax 425-918-5992. TTY 800-842-5357
Email AppealsDepartmentInquiries@Premera.com

You can file a grievance in person or by mail, fax, or email. If you need help filing a grievance, the Civil Rights Coordinator is available to help you.

You can also file a civil rights complaint with the U.S. Department of Health and Human Services, Office for Civil Rights, electronically through the Office for Civil Rights Complaint Portal, available at https://ocrportal.hhs.gov/ocr/portal/lobby.jsf, or by mail or phone at:
U.S. Department of Health and Human Services
200 Independence Avenue SW, Room S09F, HHH Building
Washington, DC 20201, 1-800-368-1019, 800-537-7697 (TDD)

Getting Help in Other Languages

This Notice has Important Information. This notice may have important information on your application or coverage through Premera Blue Cross. There may be key dates in this notice. You may need to take action by certain deadlines to keep your health coverage or help with costs. You have the right to get this information and help in your language at no cost.

Call 800-722-1471 (TTY: 800-842-5357).

Avi sila a gen Enfomasyon Empîtan lâddan.
Aví sila a kapab genyen enfomasyon empîtan konsënan aplikasyon y w lan oswa konsënan kouvêtî asirans lan atravé Premera Blue Cross. Kapab genyen dat ki enpòtan nan aví sila a. Ou ka gen en pou pran kék aksyon avan sèten dat limit pou ka kentbe kouvêtî asirans sante y lan oswa pou yo ka ede w akèk depans yo. Se dwa w pou resewva enfomasyon sa a ak asistans nan lang ou pale a, san ou pa gen pou peye pou sa. Rate nan 800-722-1471 (TTY: 800-842-5357).

Deutsche (German):

Hmoob (Hmong):
Tsab ntawv tschaj xo no muaj cov ntsiab lus tseem ceeb. Tej zaum tsab ntawv tschaj xo no muaj cov ntsiab lus tseem ceeb borg koj daim ntawv thov kev pab los yoy koy chov kev pab cuam los ntawm Premera Blue Cross. Tej zaum muaj cov hnb tseem ceeb cuam los rau hauv daim ntawv no. Tej zaum koj koy juv taa uu qee yam wes koj koj us tis pub dhuav cov caiy yuwh yas teev rau hauv daim ntawv no mas koj thaj juv taa baex kev pab cuam kwu mob los yoy kev pab them tej qj koh mob ntawv. Koj muaj cai kom lawv muab cov ntsiab lus no uu taa muab sau uu koj hom lus pub dawb rau koj. Hu rau 800-722-1471 (TTY: 800-842-5357).

Iloko (Ilocano):
Daytoy a Pakdaar ket naglaon iti Napateg nga Impormasion. Daytoy a pakdaar mabalin nga adda ket naglaon iti napateg nga impormasion maipanggep iti aplikasyon yowo coverage babaen iti Premera Blue Cross. Daytoy ket mabalin dagiti importante a pelta iti daytoy a pakdaar. Mabalin nga adda rumbeng nga aramideny nga adda sakkay dagiti partikular a naituding nga adda tlapo napangatlaniedyo ti coverage ti salun-atyo woy hitulog kadagiti gastos. Adda karbenganyo a mangala iti daytoy nga impormasion ken hitulog iti bukodo a pagasao nga awan ti bayadanyo. Tumawag ti numero nga 800-722-1471 (TTY: 800-842-5357).

Italiano (Italian):